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1. Summary 
Object 


The object of this thesis was to design a 
servomechanism for maintaining a predetermined power 
output from a Network Analyzer phase~shifter as em 
ployed in power system studies. 

Introduction 

Sinoe the power output of the phase-shifter 
when connected to a network, already supplied by other 
sources, is a function of its shaft angie, the power- 
sensitive servomechanism will maintain the predetermined 
power output by continuously controlling the snaft angle 
of the phase-shifter. 

Procedure 

The block diagram of Figure I illustrates the 
approach that was made to the problem. After several 
Gommonly-used systems for accomplishing the purpose were 
studied, the armature-control direct-current motor sys- 
tem was chosen. Once the basic system was selected, the 
design of the individual components was undertaken. 

The component parts that were built were as follows: 

(1) A power-sensitive device consisting of an 
electronic wattmeter and a voltage amplifier. 


(2) A comparing device made from a potentiometer. 





Figure I 
RiocK D I\AGRAM 
OF 


PoweR SENSITIVE SERVOMECHANISM 


IneutT 
230v 3Y 60Vv 







Network 


Puase SHie TER 


Worm 


a 
WHEEL Ly 


US Worm GEAR 










Power 
SENSITIVE 
3 
SS ELEMENT 
/ Motor 
\ Compen- ERROR _ , Dource OF 
SATING | SENSITIVE CG omParRiInG 


Circuits | 


SIGNAL 


SIGNAL 
© AMPLIFIER 


Power 
AmPLUIFIER® 





KD 





(3) An electronic voltage and power amplifier; 

the error-sensitive feature of the voltage 

stage eliminated the need for an independent 

error-sensitive device. 
After these components had been developed, they were 
assembled into a closed loop, similar to that illue- 
trated in Figure I. The cirouit diagram of Figure Ii 
shows the details of the assembled servomechanisn. 
Results 

Although the design cannot be considered suffi- 
Giently complete to permit construction of units for 
installation in the Network Analyzer, the progress that 
was made in the design definitely demonstrates that a 
power-sensitive servomechanism for the Network Analyzer 
is practical. The fact that the uncompensated system 
was able to maintain a relative power setting when oper~ 
ational tests were performed is the most important re- 
sult. 
Sinoe the lack of time prevented extensive testing 

of the system, the system was not compensated. During 


operational teats the servomechanisam showed a tendenoy 


to oscillate which indicated that compensation is needed. 


However, this "hunting" is indicative also of good re- 


sponse. 
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Hesommendations 

To determine the performance of the uncompensated 
system ao that compensating devices may be developed, 
frequenoy-response tests ahould be made. 

In addition, although the design as shown in 
Figure II was able to justify the undertaking, several 
improvements should be made on its component parts be- 


fore any permanent installation is planned. 





Ii. Introduction 


The H.I.?. Network Analyzer, located in Room 10-381, 
was built in 1929. The General Electric Company and 
the Institute cooperated in its aevelopment, caesign and 
construction. Although buiit primarily for educational 
purposes, careful consideration was given in its design 
to making it suitable for commercial engineering service. 
Since the time it was first placed into service, it has 
been used extensively as an aid in solving problems in 
both categories. 

In the field of electric-power transmission and dis- 
tribution, both theoretical and practical probleme often 
become so complex that their analytic solution is nearly 
impossible. klectric Llignt and power companies have vast 
networks of interconnecting power lines and loops. These 
networks usually include severel generating stations and 
many sub-stations in order to supply loads adequately and 
fdaintain the system voltages at their proper values. 
Studies are being conducted much of the time to determine 
the most efficient use of existing equipment, how to ex- 
pand to supply future loads, the effects of short clircults 
and other outages and other problems associated with sys- 
tem operatiny and planning. The use of a network analyzer 
for the solution of these problems avoids tne nearly inm- 


possible task of hand caloulation anc analysis, and quickly 





yields results which are within an accuracy of one to 
two per cent pased on the data suppliea for the problem. 
An important factor in a network-analyzer power-system 
problem solution is that tne entire system or segment 
of the system under analysis may be studiea as a whole 
rather than as a line-by-line or element-—by-element 
process as is found in a hand-caloulated solution. 

The Network Analyzer consists of sufficient eleo- 
trioal parameters (adjustable units of capacitance, in- 
ductance and resistance), “phase shifters" and auto- 
transformers collected and arran,ed in such a manner 
that any average sized network can be represented in 
moael size. Altnough the components are normally wired 
into a single-phase system, the Network Analyzer repre- 
sentation actually becomes the analog of the multi-phase 
system it is arrangeu to represent. In actual power net- 
works, howéver, the generating units are rotating machines, 
but in the Network Analyf%er, they are represented by ptatia! 
units Known as "phage shifters". 

A phase shifter, when ysed as a source of power for 
a network synthesized on the Network Analyzer, adequately 
represents an alternator supplying power to an actual net- 
work. This becomes apparent when one examines the general 
equations for power flow into a network (obtained from 


reference (65)). Consider that the single-phase network 





of Figure Il is made up of strictly constant parameters 
and a number of voltages whose lmagnituue anc phase are 
known are impresseu at n points. Assume that tne posi- 
tive direction of current flow is into the network. The 
vector uijagram of voitages is shown in Figure, where 
the phase position of each voltage is indicutea by its 
Gisplacement an¢ple with respect to a comuon axis of ref- 
erence. 

inasmuch as the development of the expressions is 
included in the Appendix, only the results are furnished 
in the following. The expreasions for the power and the 
reactive power, respectively, entering the network at 


point n of a total of s points of entry are: 
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where; 

(a) the impedances with equal subscripts are short- 
circuit driving-point impedances anu those with unequal 
subscripts are short-circuit transfer impedances. 

(b) the angle ™ is the complement of the impeaance 
Gc be; i.e. 
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(c) in using these equations, it should be remen- 


bered tnat 
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In view of the fact that equations (1) and (2) are 
g0 compact that they do not indicate reauily the complex 
inter-relationship among the various machines that feed 
a network, a more comprehensive insight can be obtained 
by applying these equations to a network with a finite 


number of impressed voltages. A suitable case which il- 





pets 
bob 


lustrautes this inter-relationship adeyjuately 1s one in 
which a network is suppliea by three voltae sources, as 


shown in Figure Y. 
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In equations (3), (4) and (5), the magnituces of the 
impressed voltages, the driving-point impedances, the 
transfer -dmpedances, anu the impedance angles for a parti- 
cular network can be treuted as constants under certain 
set conditions. fhen the power flow into the network 
varies with the angles & . 

Depencent upon how the machines are represented, the 
angle delta (4) can represent any one of several angular 
displacements. The entry points into the network can be 
considered as the terminals of the machines for load stuuies; 


agp the excitation voltages of the machines where the syn- 
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chronous reactances are incluceda in the network as for 

steady-state stability studies; or as the voltages be- 

hind transient reactances where the transient reactances 

are included in the network as for transient-stability 

studies. In the first case, tne angles are those between 

machine terminal voltages; in the secona case, the an:les 

are those between machine rotors; and in the third case, 

the angles are not representative of an actual machine 

quantity althougn they are assumed to represent rotor | 
angles. 

In an actual power system, when a generator is con- 
nected to a network already supplied by other generators, 
its terminal voltage or rotor angle with respect to the 
other machines, 1s automatically regulated by other re- 
lated factors, which in turn are controlled indirectly by 
the operator of the machine. For instance, the terminal 
voltage is maintained at a certain value by a regulator, 
and the power output of the prime mover (and therefore the 
generator) is determined by the governor setting. when 
these two variables are fixea for a machine in a system, 
that machine inherently finds the correct celta to satisfy 
expressions (1) and (2). 

However, because the phase-snuifter is a static element, | 
the provlem of finding tue correct aelta is more compli- 
cated. The phase-snifter, as picturea in Figure Vil, is 


bullt on a three-phase wound-rotor inuuction motor frane. 
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It has a single-phuse stator and a three-pnise rotor 
whioh can be rotated by Means of a hand orenk and gear- 
ing. Three-phuse, 2d0-volt, GO-cycle per secona power 
ig supplied to tne input terminals of the rotor. Tne 
stator has many taps on its single-phase winding s0 that 
&@ single-phase output voltage for the Network Analyzer 
of from zero to 400 volts may be obtained. Since the posi- 
tion of the rotor determines the position (in space and 
time) of the induced single-phase voltage with respect to 
the three-phase supply system, the output voltage of the 
phase-shifter can be continuously varied in both phase 
and magnituce. The phase shifter therefore differs from 
the alternator supplying a network in that its rotor angle 
ds not obtainea automatically; in other words, the voltage 
and angle must be set by the operator. The voltage can 
be set by selecting the proper tap, but the angle with 
respeot to the other phase shifters must be found by cut 
and try until the stipulated power is obtained.® 

Whoen a problem is being set up (on the Network Analy- 
zer) in which several power stations are involved, each 


station usually is soheduled to deliver a stipulated amount 





* At times, the phase shifters must be set for a stipulated 
reactive power, in which case both the voltage and the 
rotor position are set by cut and try. 
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of power to the network. If each phase shifter is set in- 
Gividually to the desired power, by the time the operators 
get around to setting the last phase shifter, those phase 
shifters which were set first require readjustment because 
of the effect of the latter stations on the network. The 
reasons for this effect are two-fold; 
(1) Referring to equations (1) and (3) the power 
angle relationship between the machines Jz, | 523°" Omn 
have all been altered. 
(2) Inherent in each phase shifter are the resistance 
and reactance drops® which affect the angular dis- 
placement between the induced single-phase voltage 
and the terminal voltage. As the power output is 
changed due to the change in power-angle relation- 
ships, the current also changes. when the ourrent 
changes, the resistance and reactance drops change; 
although this is a secondary effect, 1t contributes 
to the difficulty of finding the correct rotor posi- 
tion. 
By making several rounds of adjustments and readjustments, 
the stipulated power output from each phase shifter finally 
is obtained. This 18 a tedious and time-consuming process, 
especially when the problem involves more stations than 


there are operators available. 





* See Appendix for vector diagram of Phase Shifter Voltages 





In view of the foregoing, it becomes apparent that 
a device which would maintain a predetermined power out- 
put from a phase shifter, automatioally compensating for 
the interactions between the power sources supplying the 
network when a problem ie being set up, would have many 
advantages. The development of such a device not only 
would simplify the operation of the Network Analyzer as 
it is presently used, but might also lead to the employ- 
ment of new techniques in transient analysis and other 


problems. 
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IIL. Procedure 


As established in the Introduction the power output 
of a phase-shifter is some function of rotor angle. In 
view of this fact, a power-sensitive servomechanism re—- 
sembles a positional servomechanism, but has a varying 
reference position depending upon the network conditions. 
fhe initial consideration of the overall servomechanism 
system in blook diagram form, Figure I , would lead one 
to believe that the design is simple. However, it becomes 
apparent that the design is far from simple when all the 
engineering aspects of this particular problem are taken 
into account. 

In attacking the problem, the preliminary ateps re- 
quired the establishment of design speoifications. These 
particulars inoluded torque and speed of the servo motor, 
accuracy and stability of the overall system, loading 
effect of the measuring device on the phase shifter, rea- 
Bonable overall size, and environment. 

To determine the speolifications for the servo-motor 
and oonsequently the rest of the system, a spare phase- 
shifter was removed from its mounting and set up as shown 
in Figure XK . By bucking the output of the phase-shifter 
against a 110 volt, single-phase line, the torque and cur 


rent as a funotion of rotor angle (with respeot to electri- 
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oal zero) were obtained. The results are given in 

fable I. (see Appendix B). Unfortunately, as shown by 
Table I., torque as a function of rotor angle was found 
to be erratio in that it was grossly distorted by tooth 
effects, Goulomb friction, and other idiosynchrasies in- 
herent in the phase-shifter, rather than sinusoidal as 
would be expected. 

Because tne current base usually used for the Net— 
work Analyzer is one ampere, it wae apparent from the data 
that a fractional horsepower motor would be adequate, 
approximately 1/20 horsepower at 40 revolutions per min-~ 
ute. As a check, and to obtain a realistic teat, a 1/20 
horsepower single-phase motor with a worm-gear head was 
used to drive the phase-shifter rotor while the phase- 
shifter was bucked against the line. From the performance 
of the motor and further study of Table L, the following 
specifications for the motor were drawn up: 

(a) Normal output torque be 10 inch pounds; to allow 
for ea margin of safety, the motor ahall be capable of de- 
Livering 14 inch pounds. 

(b) The output shaft speed be not more than 30 revo- 
lutions per minute. 

(o) A worm gear drive is desirable for the following 


reasonss 





(1) Reduoes the heat dissipation problem. often 
in network studies the power weliverea by a phase- 
shifter may not be changed all day. By use of the 
worm gear, the motor would not be required to deliver 
full torque except when actually driving the rotor 
of the phase-shifter, due to the nearly irreversible 
characteristic of the worm gear drive. 

(2) Reduces the effect on the motor of the er- 
ratio torque-angle characteristio of the phase-shifter. 
Although not apparent from Table I., abrupt minor 
reversals in torque ocour as the rotor is turned; the 
nearly irreversable characteristio of the worm gear 
drive should help overcome some of this effect. 

(d) Type of eervo—motor be direct-ourrent, armature 
control for reasons disoussged in the succeeding paragraphs. 
Btudy of the design led to the following overall speoifi- 
cations; 

(1) Aocuracy~error must be leas than 1 per cent 
of the power desired. krror cannot be specified in 
rotor degrees due to the considerations given in the 
Introduction. 

(2) Stability-be well damped, but with sufficient 
acceleration to maintain nevligible error during the 


seteup of a problen. 
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(S) Loading effect of servomecnanisn measuring 
device on the phase shifter be as small ag poseible; 
should not be more than the wattmeters presently 
used. 

(4) Environment=-no extreme conditions, because 
the servonechanisam will ve installed ag part of the 


Network Analyzer. 


in deciding upon the type servo—motor, several By stene 

were considered. Because of the environment, systems having 
hydraulic elements were eliminated. Therefore, an all-eleotri 
system seemed preferable and the following were considered. 

(1) Ward-Leonard System 

(2) Amplidyne systen 

(3) Relay or Contactor Type System 

(4) Two-phase motor system 


(5) Direct-current motor Sy stems 


The Ward-Leonard system: 

The Ward-Leonard system consists of a motor-generator 
which supplies the armature ourrent of the servo-motor., 
Since voltage impressed on the field of the servo-motor is 
Oonstant, the speed and direction of the motor is oontrolled 


by the armature current, which in turn is a funotion of the 


generator field ourrent. The cost and space requirements 
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regulting from the three frames needed for this system 
seemed excessive for this application. In addition the time 
delays inherent in this system might cause oscillation pbe- 
tween the various phase-shifters interconnected by the net- 


work. 


The Amplidyne System: 

The amplidyne system is similar to the Ward-Leonard 
system in that an amplidyne-generator is used to supply the 
armature current of the servo-~motor. Although this system 
requires one less frame and offers greater dynamo-electrical 
amplification than the Ward-Leonard system, it is undesirable 


for similar reasons: 


The Relay or Contactor Type Systen: 

The servo-motor can be controlled by means of relays 
and contactors. Although such systems have the desirability 
of simplicity, no power consumption while in standby or 
statio condition, and small control-power requirements; they 
also have the undesirable features of finite inherent error 
and a tendency to oscillate when attempting to held a null 
position. In order to overcome these features, complicated 
electrical compensating circuits and mechanical dampers 
would be required. For this application it appeared that 
the lack of information available on these systems would 


be too great a handicap to overcome. 





{wo-phase Notor System 

The two-phase motor system is bused upon the vari- 
ation in speed and direction of a two-phase motor when 
the voltage impressed upon one winding ie fixed and the 
voltage impressed on the other winding is varied in phase 
and magnitude. Since alternating-current would be used 
throughout such a system, it would have the advantage of 
employing alternating-ourrent amplifiers whioh offer ease 
of interstage coupling and are insensitive to drift. How- 
ever, difficulties anticipated in stabilization and error~ 


compensation appeared to outweigh these advantages. 


Direct-Current Motor systems: 
(a) Field Jontrol 
When constant armature ourrent is maintained, 
the speed and direction of the motor can be controlled by 
the differential field current supplied to the aplit field 
by an electronic amplifier. Although this system has the 
advantage of requiring only low-power tubes in the power 
amplifier, it has the disadvantages of requiring an aux- 
- lliary device to maintain constant armature current and re- 
quiring greater heat dissipation at standstill because full 
rated current is maintained in the armature at all times. 
(b) Armature Control 
When the field voltage is maintained constant, 


the speed and direction of the motor can be controlled by 
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varying the direotion and magnitude of the armature cur- 
rent. Although larger and more powerful vacuum tubes are 
required in a power amplifier thet supplies the armature 
current, there are several advantages in the use of this 
Bystem for this application. Full rated torque is avail- 
able at all speeds. Heat dissipation is minimized at stand- 
still because the armature current is then zero. and, it 

is possible by properly designing the power amplifier to 
obtain a combination which would give a large torque for 


a small error signal. 


The use of a direct-ourrent system allows one to 
profit from not only the smooth control oharacteristicg of 
Gdirect-ourrent motors but also the ease of stabilizing the 
overall system with electrical networks. In this appli- 
cation it was believed that the power required for the 
direct-current armature-control system could be supplied 
satisfactorily with vaouum tubes. Therefore this system 


was chosen, 


Design of the overall system required the develop- 
nent of the following component parts; 
(1) A power sensitive element 
(2) The comparing device 
(3) A voltage amplifier 
(4) A power amplifier 


(5) Compensating networks 





Power=-Sensitive Element: 

A devioe that would produce a direot-voltage pro- 
portional to the real power in an alternating-ourrent sys- 
tem was required as the power-sensitive element for the 
system. Heal power consumed by an impedance element in 
the alternating-ourrent system is given by 

P = VI coBe 

where F = the real power 
V = the effective voltage across. that 
element of the system 
l= the effeotive ourrent through 
\ that element of the system 

@=the electrical angle between V and I 

Thus the power sensitive element, in essence, is a wattmeter. 
fhe only effective wattmeter available is the electro- 

mechanical type used in nearly every laboratory and by in- 
dustry to indiloate electrical power. An eleotro-meohanical 
wattmeter, due to its construction, has the disadvantages 
of having a large time constant, requiring several watts 
power from the circuit being measured, and produoing only 
fainute torque. If suoh a wattmeter were employed, addi-~ 
tional equipage would be needed to transform the motion of 
the indicator into a direct-voltage signal to be used as 
the input to the servomechanism. Several ingenious means 


of varying elaborateness for aooomplishing this transforn- 





ation can be visualized (See Appenauix B). In view of the 
above-mentioned disadvantages and because of the addl- 
tional complioation of transformation, alternate means of 
obtaining a direct-voltage signal proportional to power 
output were sought. The most promising appeared to be the 
electronic wattmeter. 

Although others have attempted to develop eleatronic 
wattmeters for various purposes, none oould be found that 
were direotly adaptable to this design. Churchill, in his 
thesis, reference (4), presented an eleotronio wattmeter 
which he had designed and tested; since in his design he 
had attempted to incorporate the feature of wide power 
and frequency ranges, it became quite complex. A simpler 
vacuum—tube wattmeter, employing multi-electrode tubes, 
was proposed by Pierce in reference (35); this circuit ap- 
peared to have the advantages of simplioity, quick response, 
and negligible loading effect on the system. Hence, Pierce's 
basio cirouit, Figure Xi , was modified, built and tested; 
the modified circuit is shown in Figure XIL, 

Inasmuch as the principles of operation are discussed 
in Appendix B, only a brief description of the circuit and 
the procedure followed in overcoming the difficulties en- 
countered are presented here. 

A push-pull type cirouit employing two type 6A8GT 
vacuum tubes is the basio wattmeter element. The disposi- 


tion of the electrodes of each 6A8GT pentagrid sconverter 
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can be seen in Figure mie > Go and G. are held positive 
at a fixed potential of 100 volts and 60 volts, respeo- 
tively, above that of the oathoae. G, and G, are biased 
to a negative potential of -4 volts and -1 volt, respeo- 


tively, with respect to the cathode. An alternating 
voltage proportional to the line voltage is then applied 


to G, via a oenter-tapped transformer while an alternating 
voltage proportional to ithe ournent is applied to G, via 
another center-tapped transformer. <A direoct—current am- 
plifier employing a high-mu, twin, power-triode (type 6N7) 
is used to amplify the signal so that the output signal 
from this device is large enough to be used diredtly in 


& comparing device. 

A power sensitive device, similar in general arrange-~ 
ment to that of Figure Xil (values of cirouit elements not 
as shown in Figure _XIL ) was built on a "breadboard" for 
experimentation and testing as an individual unit. fhe 
results of preliminary tests were disappointing because 
they revealed the following undesirable features: 

(1) The output signal was too small. 

(2) It was difficult to obtain initial balance 
in both the wattmeter element and the amplifier. 

(3) The circuit was too senaitive to stray sig- 
nals and noise; these stray signals seemed to result 


from pick-up by various circuit elements such as the 
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grid leads, the signal transformers and the biasing 
eystem; the noise came from the oarbon resistors. 
(4) The linear range of the device was not 
adequate. 
(5) The drift in the device was so great that 
readings could not be reproduced. 
The task of eliminating some of these faults and compen- 
sating for those which could not be eliminated required the 
use of out and try methods. In some oases, a Compromise 
had to be accepted because time did not allow further ex- 
perimentation. 

Output Signal: 

The original circuit proposed by Pierce elployed a 
milliamieter to indicate power. Inasmuch as the input to 
the power amplifier was to be an error voltage, it was de- 
Birable to have a voltage signal as the output from the 
power-—sensitive device. To obtain a voltage signal, the 
ammeter was removed and larger resistors were installed in 
piace of the 500 ohm resistors. In order to find the value 
of the resistors that produced the optimum signal under 
specified operating oonditions, several sizes of resistors 
were tried; it became evident that the optinum signal was 
obteined when the resistore in the plate circuit of the type 
6GN7 tube were approximately 11,000 ohms. Therefore, two 


10,000 ohm resistors and a balancing potentiometer of 
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2000 ohma were used. 

Balance; 

To allow for unbalance among vacuum tubes of the same 
type and the variation of the resistors (from their nomi- 
nal value) used in the plate circuit, it 1s common practice 
to include.a balancing potentiometer in electronic circuits 
that operate about a null position. fhe potentiometer 
originally used for balancing the type 6A8 tube circuit 
was found to be inadequate ana had to be increased to 10,000 
onus. 

Stray Pick-Up and Noise; 

The stray pick-up in the grid leads was eliminated 
by replasing the ordinary leads with shielded leads. 

The stray pick-up in the input transformers, which 
was due to the capacitance coupling between the primary and 
secondary of the individual transformers, was eliminated by 
grounding one side of the single-phase supply to the load; 
this procedure reduoed fhe potential difference between the 
primary and secondary, gince the secondary was at essentially 
ground potential. If it becomes necessary to have a poten- 
tinl difference between the primary and secondary of the in- 
put transformers, it will be necessary to use transformers 
that have electrostatic shields between the primary and 


secondary. 


The stray pick-up in the biasing system of the type 





6A8 tubes was the result of modifying Pierce's proposed 
Girouit, and it appeared to originate entirely in the 
one-volt bias cirouit. In attempting to use a bias bat- 
tery which required a very low current drain, a high re- 
sistance potentiometer (one megohm) had been shunted 

across the 1.5 battery, inadvertently placing high resis- 
tance (about 0.6 megohms) between the grid and ground. 

when the bias battery wus replaced by one which would allow 
the use of a 50-ohm potentiometer, this condition no longer 
existed and the stray pick-up was eliminated. 

By replacing carbon resistors with wire-wound resia- 
tors, noise at low-power levels was eliminated. 

Linear Range: 

Although the main disadvantege in having only a emall 
range of linearity in the power sensitive device is the 
added diffioulty in oalibrating the inatrument, attempts 
were made to extend the linear range. The elimination of 
astray piok-up and drift extended tne linear range consider- 
ably. Additional range was obtained by replacing the 8 
miorofarad electrolytic by-pass conaensers with 10 micro- 
farad Pyranol condensers. aAs a final precaution, the input 
signal was reduced to ascertain that the tubes would be 
operating in their more linear range. 

Drift: 


Many factors contribute to drift in uncompensated 





direot-ourrent electronic circuits similar to the power 
sensitive element. Voltassc gupplies may have poor regu- 
lation; heater voltages may vary; and resistors may 

Change in value as their temperature changes. After a 
voltage supply with excellent regulation was substituted 
for the inferior plate supply that had been used, a six- 
volt battery with nearly constant voltage was used for 
heater supply, and the circuit was allowed to reach equi- 
librium temperature before a drift run wae made, the adrift 
over a reasonable length of time (several hours) was neg- 
ligible. Long time drift due to changing tube charaoter- 
istics can be compensated for by means of the balanoing 
potentiometer insofar as the application of this wattmeter 


is concerned. 


After the above-mentioned corrective measures had 
been accomplished, further teats were mace. All of the 
preliminary tests had been performed with a pure resistance 
load; power was varied by varying the current as the volt- 
age was held constant; then power was varied by changing 
the voltage impressed on a fixed resistance. As a final 
check on the performance of the power sensitive element, a 
constant power run was made; power was held constant while 
the load impedance angle was changed by altering the load 


network. The results of these tests may be found in the 





ApPew nix C 
Resguits and are discussed in the Discussion of Results. 


Here it is sufficient to state that a definite 
voltage signal ig obtuined from the power~senaitive de- 
vice for a given power measurenent, proviceda tnat the net- 
work parameters are not arastioally altered. In other 
words, although this power-sensitive aevice produces a 
direct-voltage proportional to the power it measures, it 
is not entirely accurate wien subject to a wide variation 
in power-faotor angle. Despite this limitation it could 
be used as part of the servomechanism., However it could 
not be calibrated, anu for each network set-up, the com 
paring signal would have to be set by checking the output 
of the phase-shifter with a wattmeter. The servomecnanisan 
would then maintain the power output of the phase-shifter 
at the desired value. 

It is believed that a major reason for the foregoing 
inconsistency is the phase shift occurring in the input 
transformers. Therefore an electronic input circuit, which 
would eliminate the transformers, is described in the Recom- 
mendations. Another factor that may be contributing to 
the trouble is the bias used on the type 6A8 tudes; unfortu- 
nately, time dic not permit investigation of the effecta 
of varying the grid bias in order to determine the optimum 


operating point for these tubes. 
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Althougn the electronic wattmeter was far from per- 
feot, the decision was ace to procede with other com- 
ponents of tne over-all aesign and, if tims permitted, to 
return ahd continue investixating the wattmeter aa later 


date. 


The Voltage and Power Ampilfier: 

One of the reasons for selecting a direot-current 
gservoe-motor with armature ccntrol was the fact that with 
proper amplifier design full-load torque would be available 
at all speeds with a smail error voltage. Aithougn this 
is a severe requirement and one not readily acnieved, it 
was considered necessary because of the erratic torque re- 
quirements of the Network-Analyzer Pnase-Sshifter. 

When the servo-motor (previously specified) was re- 
ceived end preliminary tests made, it was found that full- 
load torque required an armature ourrent of approximately 
£00 wWilliamperes. This current requirement was attainable 
with a high-vacuumtube power amplifier. 

«another laportant requirement was that the motor had 
to be able to rotate in either direction. In ot.rer words, 


the power amplifier had to be able to supply current in 


either direotion, depending on the polarity of the error 





of 


signal. This requirement could be met with a balanced 
bridge circult. 

Although the first amplifier® that was built and 
tested satisfied the latter requirement, it was unable to 
deliver sufficient current to accomplish the former. The 
main reason this amplifier failed to meet requirements 
was its poor voltage regulation due to the large fixed re- 
sistors in the bridge ocirouit. When this fact was estab—- 
lished, the solution to the problem became obvious. 

By replacing the fixed resistors of the bridge oir- 
cuit with non-linear resistors, whose resistance would 
decrease as the current increased, the voltage regulation 
would be improved; then the circuit would meet the re- 
quirements. In view of the fact that a vacuum tube is 
an excellent non-linear resistance whose non-linearity may 
be controlled by the grid-cathode potential, a bridge cir- 
cuit was developed utilizing four vacuum tubes. This cir- 
ouit ia shown in Figure Xl, fhe method of oaloulation 
used in developing this cirouit can be found in Appendix D. 

A comparatively new, low-impedance regulating tube 
was used. This tube, type 6A37-G, was developed by RCA 
and 18 a low-mu, power twin-triode designed particularly 


for use as a series regulator tube in power supplies. Its 





* See Appendix B for circuit and discussion. 
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low-uu, approximately 2.1, requires a rather large oontrol 
voltage range from the voltage amplifier, but this 1s 
not serious. gince each unit of this dual-triode has a 
normal maximum plate current of 125 milliamperes with a 
potential drop of only 55 volts across the unit, it is 
perfectly suitea for the application®. Only one tube is 
needed in each leg of the bridge when the two triode units 
ina tube are used in parallel. | 

The large grid swing of the 6A87-G requires a rather 
elaborate grid control network. To obtain current flow 
in one direction, one pair of tubes (VTz. and VTg) are cut 
off when the other pair (VE, and VT.) are passing the full 
load current; current flow in the opvosite direotion re- 
quires the inverse of this condition. The potential of 
the grids of VP, and Vig swing from zero volts at full load 
current to approximately minus 100 volts with respect to 
their cathodes (and ground) at cut-off; while the grid 
potentials of VT. and Vi, swing from zero to minus 100 volts 


with respect to their oatnodes or from approximately 100 volts 
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* precautions; (a) The 6AS7-G requires a 15 second warm-up 
. period prior to applying a gignal calling 
for full load current, otherwise the 
cathode will be damaged. 


(b) The heater-cathode potential should be 
as suall as possible. jsee Hecommendation:. 
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positive to 65 volts negative with respect to ground. 
The poeitive potential depends upon the potential drop 
AOLrOBs VI, or VIg at out-off. As will be seen from the 
description of the remainder of the amplifier, the proper 
grid potential for full-load current is automatically 
developed by the circuit. | 

Proper grid potentials for the power amplifier stage 
are set by V2,, Vfo, Vig, and Vfg and their assooiated 
resistor networks. Since Vio and VTg are cathode followers, 
the voltage gain in that stage of the amplifier is less 


than one. Similarly, the voltage gain of VT, and VT, to- 


L ? 
gether with the voltage-leveling resistors Ry p» Rigre Ry 


and Ry» between their grida and the cathodes of VT, and VP 
is approximately two. Therefore the voltage amplification 
had to be obtulned in the stages preceding the grid-control 
etage. 

Voltage amplification is obtained in the portion of 


the circuit containing VT and VT A woltage gain of 


10° 
approximately 44 is eeoured for small signals. Since this 
stage also acts as a phase inverter, it serves a dual pur- 
pose. 

fhe phase inverter is an essential part of the circuit. 
When a signal is impressed on the grid of VT5, the inverse 
of this signal must simultaneously be impressed on Vig for 


the bridge to function effectively. For example, if the 





2 is six volts negative, the signal to rm, 


must be minus 110 volts because the zero signal for VT5 


signal to VT 


and Vig is a potential of minus 6O on their respective 
grids. This feature of phase inversion is the crux of 
the deelgn; by weans of tie grid-control network, fhe 
phase inverter effectively outs off Vi. and Vig and allows 
VT, and Vis to pass approximately 250 williamperes through 
the armature of the servo-motor in one direction, or it 
outa off VI, and VT, and allows Vi. and te to pass approxi- 
mately £250 milliamperes through the armature of the servo- 
motor in the opposite direction, depending on the polarity 
of the signal impressed on-the input terminals of the 
voltage amplifying and inverting stage. 
| The foregoing arrangement satisfied the requirements 
set for the amplifier-motor combination. The current- 
forcing action of the power amplifier gave the good voltage 
regulation that was required. The other associated parts 
gave the torque-error voltage relationship that was desired. 
How this is accomplisied can be seen by noting the voltages 
throughout the circuit under operating conditionae. 

When the signal to VT, is six volts negative, tne sig- 


nal to VT, 16 110 volts negative and the signal to VT, is 


5 
65 volts negative, all with respeot to ground. dSinoe the 
cathode of ig is at a positive potentiul of 35 volts with 


respect to ground due to the voltage drop aoross Vi, (reoall 


Ta 





that a 6A97-G tube has a potential drop of 355 volts when 
each trioae unit ie passing 125 milliamperes), the grid to 
cathode potential of Vis is 100 volta negative, the out- 
off voltage of VTz, and therefore no current flows through 
VT2- | 
When the signal to VI, ie six volte negative (as 

above), the signal to Vly isa zero volts. Therefore VT, is 
conducting approximately 250 milliamperes. | 


Ag previously stated, VP oe should. be cut-off when Vi. 


is cut-off and Vi5 should be conducting armature ourrent 


when VT, is conducting current. The phase-inverter together 


with the grid-control network of VI, and Vfg permits these 


tubes to function properly. 
when the signal to VT, ia six volts negative (as above), 


the signal to Vf. 18 110 volts negative because of the phase- 


G 


inverter® action of VI. and Vf... For this condition the 


9 LO 

Bignal to VT¥g is minus 100 volts, the cut-off grid potential. 
The cathode potential of Vig is approximately minus 100 

17 OS Big! 
the potential of the grid of VT, 1a approximately 150 volts 


volts and due to the voltage-divider aotion of R 


negative. Therefore VT, is practically cut-off ana its 
plate potential is approximately 140 volts positive (neg- 


lecting grid current of VT,)- Since the grid of VT. is 


5 





* For details of the phase-inverter, refer to Appendix D. 





connected to the plate of VT, the grid potential of YT 


7 
should be approximately 140 volts; however, this con- 
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dition results ina large positive grid to cathode volt— 
age on VT and causes a large grid current to flow, which 
in turn affects the voltage at the plate of Vf. In doing 
so, the grid to cathode potential is automatically re- 
duced to a slightly negative value, Therefore Vig 1s 


allowed to conduct approximately 250 milliamperes. 
Although the grid-control circuit and the xumueisian 
phase~inverter circuit are somewhat complex, the overall 
voltage and power amplifier benefits from this complexity. 
If the input signal to the phase-inverter is larger than 
that reguired for full load armature current in either di- 
rection, no harm is done because the tubes cannot operate 
above their maximum ratings. The plate current of the 6A3S7-G 
tubes ig limited to 350 milliamperes by the grid ourrent 
of VT. and VT. through the resistors Ris» Py and Rog? re- 
gardiess of the size of the input signal. ‘For an input 
signal greater than that required to produce full load our- 


rent, either VT, or Vt, 1s cut-off and the plate current 


x 
in the other is limited by the respective plate resistor 
(Rig and P, or Ry») and grid-bias resistor (Ry 4 or Rig): 


The maximum plate ourrent through VTs and Vtg ie limited 


by the large biasing resistor required for proper circuit 
operation. The plate current in the phase-inverter stage 


ie limited by the large load resistors. Many rigorous 
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operational tests were made on the amplifier and no harmful 
effeots were observed, 

Saturation ocours first in the power amplifier. Since 
saturation does not ooour until the servo-motor is operating 
at maximum output, the operating range of the motor 1é 
fully utilized. In addition, saturation (and therefore the 
condition of maximum available torque from the servo-motor) 
ocours when a small signal is applied to the input termi- 
nals of the amplifier; hence, maximum torque is available 
for small error signals as well as for large error signals. 

In spite of the fact that several supply voltages 
are required for the amplifier, only two of tige, supply volt- 
ages are critical. These are the two negative voltages 
to the phase-inverter stage. Lven so, these voltages them 
selves are not critical, but the difference in potential be- 
tween them is the critical factor. For the phase-inverter 
to function properly, a difference in potential of & volts 

be maintained 
musta~between the two negative voltages of the phase-inverter 


stage. 
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Comparing Device: 

For a servomechanism to know whether its output is 
in agreement with its input, the servomechanism must have 
some means of determining the error between the input and 
the output. The input signal to the power—sensitive ser- 
vonechanism must be proportional to the power desired; 
the output signal must be proportional to the power delivered 
to the Network Analyzer by the phase-shifter involved; 
both signals must be compatible so that they oan be combined 
to give an error signal. Inasmuch as the signai from the 
power-sensitive device is a direct voltage proportional to 
the power output of. the phase-shifter, the simplest stan- 
dard with which to compare this direct voltage is another 
direot voltage. This comparing voltage could be obtained 
from a battery or a well-regulated power supply; a linear 
potentiometer could be used to establish the level desired. 
if an aoourate and reliable power-sensitive device had 
been developed, the potentiometer could be calibrated in 
watts. The error signal would than be the algebraio dif- 
ference between the two direct voltages. 

Since the electronic wattmeter was not perfected, but 
had to be used because time did not allow further work on 
this component, no attempt was made to build and salibrate 


an acourate comparing device. 


Assembling the Components: 
When all the components (except the compensating de- 


vice) were developed and perfeoted as much as time permitted, 
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they were assembled into a unit. One of the problems en- 
countered was the large Gifference in direct voltage level 
between the output of the power-sensitive element (+ 350 
volts) and the input of the voltage and power amplifier 
{-230 volts). As an expedient solution rather than a 
recommended practice®, batteries were used for the voltages 
level reducer. Although this voltage leveling system was 
used only as an expedient an order to assemble the system 
and make a hasty test of its performanoe, the employment 

of batteries offered a means of gombining a crude com 
paring device with the level changer. Two 500-volt Eveready 
Hinimax batteries were connected in series; since these 
batteries eaci: had a terminal voltage of SO9 volts, a total 
of 618 volts were available. fo buok out the excess volt- 
age a 67 .6-volt battery shunted by a high resistance 
potentiometer was used; therefore the voltage available for 
use as a Comparing signal was 67.5 volts. (See Figure IL 
for connections). 

fwo interesting conditions resulting from the use 
of batteries were noted when these components were connected 
together: 

(1) Phe comparing device must be placed in the grid 
leg of the power amplifier. if the potentiometer is con- 
nected in the leg of the input to the power amplifier that 
included the cathode of the phase~-inverter and the minus 





*® see Conclusions and Recommendations. 





£50 volt power supply, a current flow of two to three 
Milliamperes results; this current flow masks the error 
Signal and the system will not funotion. 

(2) Only one voltage leveling system is required. 
Apparently the common ground between the two components 
completea the circuit, and although the other leg oan be 
eonnected together with a voltage Leveling system, it 
is unnecessary because the overall system performs equally 


well in either case. 


Closing the Loop; 

After assembling the entire servomechanisnm, the 
Loop was Glosged by buoking the output of the servo-con-. 
trolled phase-shifter against another phase-shifter. Be-~ 
fore the loop could be closed, the voltages of the two 
phase-shifters had to be matched in phase and magnitude to 
avoid excessive circulating ourrent in the event that the 


servomechanism failed to operate. 


Compensation Devices: 

Compensation, as employed in servomechanism design, 
usually implies that additional equipage is added to the 
system to improve system performance. Therefore, the 
auxiliary devices needed for compensating a system cannot 
be specified until the response of the uncompensated 
servomechanism is known, . 

The generally accepted means of determining the acocu- 


racy and stability of a servomechanism (and the compensation 
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required by the system) is by frequenoy-response stucies*®. 
This approach is based on the steady-state response of a 
system to sinusoidal inputs. Such studies may be performed 
analytically or by a combination of analytical and experi- 
Iental techniques. 

In the purely analytical approach, each component 
of the servomechanism under study is represented by a 
mathematical transfer function*. The individual transfer 
functions are amid well batnematically and converted into a 
non-<diwensional expression, which is then plotted on a 
frequency basis. From the graph, one can estinate the per- 
formance of the uncompensated system and determine the 
need for scompensation. 

‘Often, existing equipment cannot be represented mathe- 
matically without unwarranted sinplifying assumptions. Im 
puch cases, a frequency response study can be performed 
experimentally if the system arrangement is suitable. aA 
sinusoically varying input covering an appropriate frequency 
rehed ann be introduced into the system and measurements : 
of the phase and magnitude of the output with respect to 
the input oan pe obtained. From the graph of this data, 
one Can estimate the performance of the servomechanism and 
aetermine the compensation required. 

Since the power~sensitive servomechanism has several 
components wnich are diffiosult to represent mathematically, 
the latter method of obtaining its frequency response is 


ce Pe A A GS =F gO 


* Refer to references (6), (8) and (11). 
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preferable. The loop can be broken at the point where 
the error signal is applied to the volta:s and power 
amplifier. Then a sinusoidal input can be applied as 

a substitute for the error signal ana suitable measure- 
ments can be obtained by means of strategically placed 
instruments. 

Although a frequency-response study of tne power~ 
sensitive servomechanism was contemplated so that a com- 
plete report could be made on its performance and suitable 
gompeniection could be recommended, the lack of time pre- 


vented the performance of such extensive tests. 


Tests Performed; 

Although only operational tests were performed on 
the assembled servomechanism because time did not permit 
further investigation, several tests were made on the in- 
Gividual components. These tests were also of the perforn- 


ance type and extensive data was not recorded. 
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Figure XY 
The Kxperimental Servomechanism 
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IV. Results 

Although the design of the power-sensitive 
servonechanism ac developeu by this undertaking cannot 
be considered sufficiently complete to permit con- 
struction of units for installation in the Network 
Analyzer, the progress that was made in the develop- 
ment of the design definitely demonstrates that a power- 
sensitive pdreVonld Weeds om for the Network Analyzer is 
practical. 

in splte of the fact that the lack of time did 
not permit extensivs testing of tne system that was 
built, wnen this system was assembled and the loop 
was Odlosed, the servomechanism performed satisfactorily. 

The fact that the unoompensated system was able ' 
to maintain a relative power setting is the most inm- 
portant result. When the angle of the hand-operated 
pan beanie ter was varied, tne servo-operated phase- 
shifter followed and maintained its approximate power 
setting. However, for certain power settings near zero- 
power-output, the servomechanism had a tendenoy to hunt. 
Although this oscillatory motion about a set-point in- 
dicated that compensation was needed, hunting in an 
uncompensated system is inacicative of good response. 


Therefore the basic system is considered a success. 
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VY. Discussion of Results 





Although no quantitative results were obtained be- 
cause of the laok of time, the qualitative results justify 
the undertaking} and therefore, the project can be con- 


sidered successful. 
Sinee the performanoe of the overall system is de- 


pendent on the performance of the components, each of the 
Semponen ts that was finally assembled into the closed —- 


wild be discussed briefly. 

| The power-sensitive @lement is the most important 

~ gomponent of the servomechanisam. Sinoe this device mea- 
sures the output of the system and prquaeeg the signal 

to be compared with the input signal, ‘it must have an in- 
herent acouracy greater than that required of the over~ 
all loop. The electronic talettavan fulfilled this re- 
quirement only when the impedance to which the power flowed 
remained unohanged; in other words, the electronics watt- 
meter produced the same signal for a given power provided 
. that the power-factor angle was not radically changed. 
Bince most Network Analyzer problems involve fixed nete- 
works, this limitation would not disqualify the electronic 
wattmeter. However, in view of the variety of networks 
“that are analy sed on the Network Analyzer, this limitation 
would prevent calibrating the signal from the electronic 
wattmeter on a permanent basis; the device would have to 


be re-calibrated for eash problem. Except for this fact, 
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the eleotronic wattmeter appears to be ideally suited for 
the power-sensitive element. 

Because of the fact that the comparing device is 
a gimple direct-voltage source shunted by a potentiometer, 
its socuracy 16 limited only by the stability of the volt- 
age source and fineness of the wire on the potentiometer*, 


Since the voltage and power amplifier was able to 
provide the motor with sufficient power to enable the 
motor to rotate the ee the error signal 
demanded a correction, the amplifier operated satisfac- . 
torily. 

Although the motor and worm-gear drive was capable 
of rotating the phase-shifter under load conditions, the 
hunting that was observed is partially attributed to 


notor-worm—gear combination. 

On the whole, the results indicate that a power- 
sengitive servomechanism employing these ocomponents is 
practical and can be adjusted to perform in an adequate 
manner provided that the following odifications be made; 

(1) Perfect the electronic wattmeter or obtain a 

suitable substitute. 

(2) Reduce the speed of the servo motor by either 


(a) gy oe motor 
(bo) increasing gear reduction 


(3) Compensate the overall systen. 





* gee referenoe (8) pages 95 to 100. 
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VI. Recommendations 

The recommendations can be classified into four 

categories: 

A. improvements and modifications to the design 
that has been developed; 

B. alternate equipment to perform the functions 
of sertain individual oomponents of the de- 
eign; 

CG. alternate systems capable of being adapted to 
perform the function of a power—servonuschanisa; 

D. future improvements to the Network Analyzer 
that might be possible if successful power- 
sensitive servomechanisns are installed to oon- 


trol the phase-shifters. 


A. In order to design the compensating devices that 
appear to be required, a frequency-response test* should 
be performed on the existing powersensitive servomechanisan. 
Although the servomechanism should be serviceable as soon 
ag the compensation has been accomplished, improved per- 
formance can be obtained from the overall system by making 
the following modifications to the components: 
iL. To the electronic wattmeter, 
(a) By experimentation, determine the proper grid- 
biases for the 6A6 pentagrid converters. Al- 
though the bias~-voltages that were used allowed 


eee manent te nN EE 
* Refer to Procedure for details of test. 


is 





the wattmeter to function, these bias-volt- 
ages are not considered to be the proper 
value for optimum accuracy and response. 

(b) Replace the present signal-transformers with 
transformers whose phase-ahift is small 
enough to be negligible. 

(sc) Arrange the circuit of the wattmeter with res- 
pect to the general layout of the system so 
that the wattmeter reaches and remaing at an 
equiliprium temperature at all times when the 
system is in use. By assigning an incepen- 
dent power supply to the wattmeter element 
and installing an isolating switoh between the 
power sensitive device and the voltage-and- 
power amplifier, this section could be left on 
ang it would be ready for use at all times. 

(d) Investigate the possibility of using minia-~ 
ture tubes (6A96® for the 6A8 and 1L2AX? for 
the 6N'7) 

2. To the voltage and power amplifier, 

(a) Investigate the possibility of improving the 

balancing of the output voltages of the phase- 


inverter, 





* See reference 7. 





(o) Replace tae input signal transformers with 
an eleotronic input oclirouit. 

(1) For ourrent input oirouit see 

Figure XZ and Figure XXV. 

(41) For voltage input circuit use a 
cathode follower ocirouit. Then the 
amount of voltage signal to the eleoc- 
tronio wattmeter may be set by the 
amount of the cathode resistor that 
is included in the grid circuit of 
the type 6A8 tubes. 

2. For the comparing device, 
(a) Use a Helipot® in place of the potentiometer. 
(b) Use a well-regulated power supply in place 
of batteries as a direct voltage source. 
S. For the coupling between the power-sensitive de- 
vice and the voltage and power amplifier. 
(a) Use a constant-ourrent electronic coupling, 
similar to the cirouit of FigureXVi, in place 
| of the 600 volt batteries. 
0. in view of the fact that, in the opinion of others 
who may wish to cont inue the work, the design presented 
may not be the optimum, a few alternate systems capable 


of being adapted to perform the function of a power~sens- 





* gee references (7) and (8). 
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itive servomechanism are presented, 


D. 


1. 


2. 


4. 


Split-series motor systom as desoribed on page 
427 of reference (7). 

Magnetia amplifier systems as described in ref- 
erences (18), (19) and (20). 

Two-phase motor systems as described on page 440 
of reference (7) and also as described in ref- 
erence (10). If two-phase systema are considered, 
the iron-vane bridge described in Appendix B 
offers an| ideal method of control. 

Helay or Contactor servo-systems as described on 
page 446 of reference (7). At present, sconsider- 


able research is underway in this field and the 
results should be available in the near future. 


If successful power~sensitive servomechaniams are 


installed to control the phase-shifters of the Network 
Analyzer, their installation not only would simplify the 


operation of the Network Analyzer ag it is presently used, 


but might also lead to the employment of new techniques 
such as the following: 


1. 


_ 


Automatic control of power, reactive power angle, 
and volitage for each unit with adjustments being 


made from a oentral operator's position. 


2. Bimplified representation of phase-shifting trans- 


formers by automatic control of phase-shifter out- 


put. 





Cae 


5. By incorporating automatic angle control for 
each phase-ashifter, and with all phase-shifters 
controlled from a central point, transient 
stability problems can be solved utiliging com- 
puter teohniques at the central point. The 
computer would solve the eleotro-mechanical dif- 
ferential equations by utilizing the network 
and the phase-shifters to give the relationship 
between power output and angle at each machine 
at every instant of time. Phe solution aould 
appear in a set of curves on a recording instru- 


ment ohart. 
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| VII. Appendix 


‘ 


A. Bupplementary Introduotion 


The goneral equations for power flow into a network 
were obtained from reference (5). The development of 
these equations, also obtained from pages 220 to 224 of 
reference (5), nee presented here in order to Justify their 
use in the Introduction of this thesis report. : 

Referring to the n - terminal network of Figure IL 
composed of elements with atrictly sonstant parameters, 
assume that the positive direction of current flow ia into 
the network and that voltage of known phase and magnitude 
are impressed at the terminals. The vector diagram of 
voltages is shown in Figure IVY where the phase position of 
eaoh voltage vector is indicated by its displacemmt angle 
with respect to a common axis of reference. 

By taking the product of the current and the conju- 
gate of the voltage at any point of entry of the network, 
one may obtain the expression for power and reactive power. 
For example, at the pointe 1 and on: 

| 


A +4Q,2E61 = E (rE. 52" ~£,5 , 
5 | b 


P +5Q,7 E,in= @ ity.- I.,- tee dL” -) 
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The component currenta into which the total current 
at a point is split, are those that would flow, respeo- 
tively, at that point in response to eaoh voltage being 
applied alone with ell the other terminal points of the 
network short-circuited. In the double-gubscript notation 
employea the first symbol refers to the point to which 
the quantity belongs, and tne second to the point of volt- 
age application. Corresponding voltages and ougenis are 


related by impedances, for inetance: 





a ie ._ & 
ae : HE a 
Ga 
= Ey = ei. 
ar Lw= oe 


The impedances with equal subscripts are the short- 
Oircuit driving-point impedances and those with unequal 
subsoripts are short-circuit transfer impedances. 

Subetituting equations (7) in equationa (6) ane 
(—)-gives: 
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In the body of the Introduction, mention was made of 
the effect of the internal resistance and reactance of 
the phase shifter when the operators are attempting to 
obtain a specified output from a machine. The analysie 
of a phase-shifter connected to a network or system is 
not aimple. The veotor diagram is more like that of a 
transformer or induction motor rather than that of an al- 
ternator. In addition, a correct and complete analysis 
would necessitate the use of symmetrical componente sinoe 
the device has a single-phase load. However, the veotor 
diagram of the voltages and currents for a phase~shifter 
operating under typical conditions when oonneoted to the 
Network Analyzer is shown in Figure XV Although this 
is not a oompletse analysis, it 1s helpful in understanding 
the reason for undertaking the development of a Power= 
sensitive servomechsaniam for the Network Analyzer. In the 


veotor diagram of Figure XY, the following symbols are 


used; 
Ea, Ep, Eq = induced voltages in rotor polyphase 
windings 
Va» Vp» Vo = rotor terminal voltages (balanced 
three-phase ) 
In, Ip, Ig = rotor ourrentsa (neglecting magnetizing 
current) 


Eg induced single-phase stator voltage 

i stator single- se ourrent 

Beat, Xp» Xgr Xg : aaesace reacotanoes 

Ya, Tor Tq, Rg = winding resistances 

©. stator power factor angle 

§ = Mechanical angle, considering phase a terminal 
voltage as a reference. This angle oan be 
altered by cranking the phase-snifter. 
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B. Details of Procedure 

The Power=Sensitive Device 

Although an electronic wattmeter was employed in 
the assembled servomechanism, it did not have the accu- 
raoy or flexibility that is donb det ot Gesirable. Tnis 
fact gradually beoame apparent as one means after another 
wag used in various attempts to improve its performance. 
Other alternate power-sensitive devices were investigated, 
and although no conclusive proof can be offered at this 
time, the authors feel that they have recommended logical 
solutions‘to this phase of the problem in the Recommen- 
dations. However, in order to make a record that may assist 
others who are interested in obtaining a signal proportional 
to power, the various devices that were investigated are 
listed in the following. 

The electronic wattmeter was the first to be investie-e 
gated because it seemed to offer many advantages. Among 
these advantages were compactness, no moving parts, low 
cost of construction using standard components, and ease 
of integrating this type of equipment into the other eleo- 
tronis equipment. 

when a survey of the literature on electronic watt- 
meters was made, it indicated that the most promising type 
was the one proposed in reference (3) and partially investi- 


gated by Ghurohill in reference (4). Multi-electrode tubes 





were used to measure alternating~-current power and give 
an indication in direct-current. 

It may be shown for some multi-eleotrode tubes that 
under certain conditions the application of alternating 
voltage to two controlling elements or grids results in 
a change in the direct ourrent component of the plate 
current proportional to the product of the véltages at 
the grias and the cosine of their phase angle. Hence 
such tubes may be used in the construction of a vacuum 
tube wattmeter. The tubes recommended by Pierce in refer- 
ence (3) were the type 2A? and -6A7; these tubes are iden- 
tical to the pentagrid converter (6A8) which was used. 

The disposition of the electrodes of the tube used 
may be seen by referring to the diagram of Figure Xi , 

The grids G» and G, are held positive at a fixed potential 
above that of the cathode, and G, and Gy, are biased to be 
negative with respect to the oathode. Alternating-ourrent 
potentials proportional to voltage and current are then 
applied to G, and G4 > In such a case, the current passing 
through Gy is dependent only on the potential of G, > being 


independent of the potential of G,. fhe proportion of 


this current reaching the plate is, however, dependent only 


. af omy ee ’ e 
on the potential of G,. tngrer teh. +f the chardate*stias 


are Linear for both G, vai G,, <one nay, ani ‘that the plate 


current will be represented in the form : 


i= Fag * eee cee CE, me (20) 








oj 


peed 


where A, B, CO and D are constants. 

The first and third ‘eras are of an alternating 
current nature and would not register on a direct-ourrent 
ammeter in the plate cirouit. The direct-ocurrent component 
of the product term is proportional to power, since Bay 
and Bo4 are made proportional to alternating voltage and — 
current. | 

In other words, if a region aan be located on the 
static characteristics of the tube employed such that with- 
in this region Ip versus by, for various values of Egq4 oan 
be represented by a family of straight lines which, if ex- 
tended, pass through a common point, and if in this region 
Ip versus Ea, is, for some value of Eq, @ straight line, 
then the plate ourrent of the tube oan be represented by 
equation and the tube can be used as a wattmeter. Un- 
fortunately, there is no large region of linear variation 
of I, versus Koj, although something approximating that 
region may be found. In addition, ourves such as these 
can hardly be accurate enough to give final evidence of 
the degree of linearity; and these curves may be different 
for individual tubes of the same type. 

In view of. the non-linearity of the characteristics 
of the tubes available, a push<pull type of circuit similar 


to that employed by Pieroe in reference (3) was used. 
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Discussion of this circuit and its limitations are in 
Cluaea in the main body of the thesis and will not be 
repeated here. However, because many difficulties were 
encountered several other power sensitive devices were 
investigated while work was continued on the eieotronioc 
wattmeter. The authors feel that the electronic watt- 
meter should not be disoarded before additional research 
proves it inadequate because it has many advantages in 
applications such as this servomechanisn, 

One of the alternate means of obtaining a signal 
proportional to power that was considered involves the 
use of Thyrite. Thyrite is the trade name of a nonlinear 
resistance material produced by the General Eleotric Com- 
pany. This materiai is made of silicon carbide with a 
ceramic binder; a metal coating is sprayed on the surface 
to provide electrical oontact. The instantaneous and 
steady-state volt-ampere characteristic of Thyrite is given 
by the equation. 


T=KE" 2 


The quantity K depends on the resistivity and dimensions 

of the partioular Thyrite unit. The exponent n is at least 
5.5 and can be as high as 7 in special cases. Voltage 

and current are almost exactly in phase, and the volt-ampere 


oharacteristic is symmetrical for both positive and nega- 





tive polarity. 

A continuous rating of 1/4 watt per square inch ig 
allowable in still air and a short time temperature rise 
of 60°C results from an input of 2000 watt-sec per oubio 
inch. The most serious limitation to the use of Thyrite 
for measurement elements 18 ites high temperature ooeffi- 
Cient; at conatant voltage, current increases l per cent 
per degree centigrade. However, Thyrite may be operated 
at 110° Continuously and humidity has very little effect 
on properly impregnated units, 

By taking advantage of the logarithmic characteristic 
of Thyrite, one should be able to obtain a voltage pro-~ 
portional to the logarithm of the line voltage and a volt- 
age proportional to the logarithm of the line current. 
if some auxiliary means is used to account for the power 
factor angle, then the output signal of such a device 
Gould be made proportional to the power being measured by 
Simple addition. It is suspected that a& new type of watt- 
meter which has recently become available commercially uses 
this principle; however when the inventor was meked its 
Components he was unwilling to disolose the information be- 
Cause the device was not fully covered by patents at that 
time. Figure XIX +nthe-Reconuendations suggests one 
method of employing Thyrite aa a power sensitive element. 

No physioal research was done with Thoyrite for the 


following reasons; 
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(a) Inasmuch as only a small amount of information 
ia available in regard to the use of Thyrite in suah 
an application, investigation into its possibilities and 
aqevelopment of a practioal device appeared to be inadvis- 
able because of the limited time available. 

(b) At the time when this idea was being oonsidered <« 
no adequate supply of Thyrite was available. 

(G) The high temperature coefficient of Thyrite was 


viewed with apprehension, 


Another alternate means that was considered for ob= ‘ 
taining a direot-voltage signal proportional to power in- 
volved the use of a aiode bridge. The principles upon 
whioh this approach was based is the multiplier-action of 
Modulating ocirouits as disoussed in references (15), (16), 
and (17). Inasmuch ag a detaileuw analysis of modulator 
circuits is beyond tne scope of this thesis, only the 
following brief explanation is offered to justify the at- 
tempt to use the oirouit of Figure XY asa a power—sensitive 
element. 

fhe cirouit of Figure XXiVcan be represented as the 


block of non-linear impedance, Z,5, in Figure XX, Since 


the value of 2 is dependent upon the function fp(t) en- 


L2 
tering the block from the bottom, one may write 

== 2 
Gyo = © Fz) (22) 


However, L902 is relatively unaffected by the magnitude of 





f(t) Z 


fo (t) 


f, (t) 


Figure XX. 


f-(t). Now, 4f another function, f,(t), 1s entering the 
block from the left, and must pass through Z,o wefore leav- 
ing the block from the right side, then the funotion leaving 


the block may be expressed as 


(t) 
— = 


In the circuit of Figure XXiV, these functions oan be iden- 


f)(t) 25 = f,(%) K f,(%) (23) 


tified. The first funotion is a voltage signal proportional 
to line ourrent 
f,(%) = A coe (wtre ) (24) 
The second function is a voltage signal proportional to 
line voltage, but because of the switching action of the 
Won-linear impedance, it becomes a square wave in form and 
may be written 

K f(t) = Blcos wt + 1/3 cos Swt+1/6 cop Sut ...) 


(29) 





Therefore the function leaving the block becomes 


AB 
f ft) = AB cOs(~tt+e)(ocos w tT coBp(@t-~)(cos swt) (Ae, 


~oaev aii 
f it) - AB 006 6,AB cos(2wt+OA)+ .., (27, 
£ e 
This expression indicates that if the undesirable compon- / 


ents (all but the first term) can be eliminated, the device 
should give a direct—voltage proportional to power, 

Type 1NS4 crystal diodes were used in the firet cir- 
cult that was built (see Figure XXIYA), when e test was 
made the output signals obtained were too small to measure. 
Therefore, 6H6 vaouum tube diodes were substituted for the 
crystal diodes (see Figure XXl¥8) in order to obtain a 
larger output signal. The tests performed on this latter 
Circuit demonstrated that the device was Capable of pro- 
ducing a voltage-signal proportional to power, However, 
when waveforms of the signal output were observed, the 
presence of varying amounts of harmonics indicated that 
extensive filtering would be required before the signal 
Gould be used for the servo application. 9ince the sig- 
nal that remained after these undesirable components were 
filtered-out was too weak to use without considerable am- 
plification, this method of power measurement was abandoned. 

in view of the fact that the novel ideas of electronics: 
wattmeters, thyrite multipliers and diode wultipliers were 


not developing into practical and reliable power~sensitive 





@lements, another approach to the problem of power measure- 
ment was required. Despite the disadvantages of the electro- 
dynamic wattmeter mentioned in the Procedure, the dyna- 
_mometer wattmeter appears to be the only practical means 
of measuring power that has proven itself reliable and 
acourate. If this type of wattmeter is to be employed in 
the power—sensitive element, however, auxiliary devices 
are needed to transform the angular displacement of its 
indicator into a direct-voltage signal. 

Several schemes have been devised to acoomplish this 
transformation. The most practical method waa mentioned 
in the Recomuendationa. Other methods, some tried, some 
untried, are mentioned here. 

Since the mioro-torque*® potentiometer requires only 
0.003 iInch-ounces of torque to overcome the friction and 
inertia of its rotating arm, one of these potentiometers 
was mounted on a dynamometer wattmeter and the rotating 
arm was attached to the indicator of the wattmeter with 
binke wire, as shown tn Figure XXdIA, at first, this inno~- 
vation appeared to be a simple method for obtaining a 
direot-voltage signal because a constant direot-voltage 
could be applied across the potentiometer and the center 
tap would produce a voltage that varied linearly with 
the angular displacement of the meter. Unfortunately, 





* Manufactured by G. H. Giannini & Co., Pasadena, Cal. 





even the elignt torque required to overcome the friction 
of the potentiometer caused the meter movement to become 
“atioky" and inacourate. Obviously, the torque required 
to move the potentiometer has to be very emall with res- 
pect to the torque available from the wattmeter move- 
ment before this arrangement will perform satisfactorily; 
apparently, in spite of the fact that the micro-torque 
potentiometer required only 0.005 inch-ounces of torque, 
the torque available from the meter movement was inade- 
quate. 

As an outgrowth of the fact (established by attenmpt— 
ing to use the micro-torque potentiometer) that the watt- 
meter could be used only if the meter indicator was not 
restrained by relatively large external torques, another 
means of obtaining a voltage signal proportional to angu- 
lar displacenent was tried. The general principle in- 
volved the use of an iron-vane meter® as the variable leg 
of a bridge oircuit as snown in Figure XX]. The indicator 
of the lron-vane meter could be attached to the indicator 
of the wattmeter and allowed to follow the wattmeter move- 
ment. §ince any movement of the iron vane upsets the 
briage balance, an alternating voltage which is proportional 


to the angular displacement of the wattmeter, and there- 





* Triplett ao milliammeter Model 257-R 
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Figure XXT 


Ron VANE = E LECTRODYNAMIC WattmMeterR 
Power Sensitive Evement 


Measured constants "Triplett" AC Milliammeter Model 237-R 
for zero displacement L = 685 mh 


R= 2,260 ohms 


Best Null obtained in above circuit when 
L = 713 mh 


R = 2233 ohms 





Notes: (a) Voltmeter indicator varied linearly with 
angular displacement of milliammeter indi- 
cator. 


(b) This device could be used as a comparing 
! device as well as a means of transforming 
| anguler displacement to voltage by cali- 


brating either the balancing inductance or 
resistance. 
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fore proportional to the power can be obtainea from the 
bridge. This alternating voltage can be amplified, 
rectified, and used for the existing servowechanism, or 
4t could be used as an alternating signal for an alter- 
nating-current servomschanism. Due to the fact that em- 
ploying this device required developing acditiongal asso- 
ciated equipment before it could be incorporated into 
the components whicn had already been puilt, it was set 
aside for future study. However, in order to ascertain 
that an iron-vane meter would perform auequately ina 
bridge circuit of this type, a test was lace (see Figure XxUp 
and the results definitely proved that the output volte 
age of the bridge varied linearly with the angular dis- 
placement of the iron-vane meter. 

Binoe all of the foregoing alternate methods of 
obtaining a direct-voltage signal proportional to power 
either proved unsuccessful or required the development of 
AST Stour equipment, and sinoes the electronic wattmeter 
was not entirely unsuccessful, the electronic wattmeter 
was used for tne servomechanism. However, because the per- 
formance of the electronic wattmeter was not completely 
satisfactory, methods of improving its operation were con- 
stantly sought. Usually these improvements were incorpor- 
ated into the device as they were discovered. One improve- 
ment was developed but was not installed because time did 


not permit revising the circuit to accommodate it; this 
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improvement is the electronic input circuit of Figure XAYL 
KY 

and Figure, which circuit would eliminate tne need for 

input transformers. The advantages of substituting an 

electronic input circuit for the input transformers 


vere enumerated in the Procedure. 


The Firet Amplifier; 
The Procedure mentioned the first voltage and 
power alaplifier that was built but did not desoribe the 


circuit. To complete the record, the circuit of this 
amplifier is shown in Figure Xl and is pictured in 


Figure XXVY, When this circuit was initially butlt on the 
“breadboard", only four triode units (two "bottles") were 
placed in parallel in each of the bridge legs. Perform- 
ance tests revealed that although the bridge was capable 
of reversing the motor and was sensitive to small input 
voltages, the bridge could not deliver sufficient surrent 
to enable the motor to deliver rated torques. Even when 
additional triode units were placed in parallel to increase 
the current output of the bridge, the bridge would not 
supply eufficient power to the motor. Apparently, the 
power was being dissipated in the bridge leg resistors, 
with the result that the voltage regulation was poor. fhe 
poor voltage regulation and motor performance are revealed 


by fable II: 





Table I 


bata Showing Toryue vs Rotor Angle 
For Network-Aanalyzer Phase-Snifter 





Displacement from Three-Phase Voltage Load 
Neutral Point to Rotor ' Qurrent Torque 
(mechanical degrees) (volts, a.c.) (amps) (ft.1lbs.) 


O oO O -0.02 
5 78.0 0.5 -0.15 
10 78,0 0.5 ~0.09 
15 76.0 0.6. -0,035 
20 77.0 6.7 O 
25 77.0 0.9 0.05 
30 77.0 1,0 i..@0 
35 77.0 Ac? 0.26 
40 77.0 1.5 0.44 
46 770 ay 0.50 
50 26.5 2.0 0,64 
55 76.6 2.46 0,62 
60 76,0 2.6 0.20 
65 75.2 2.8 -0.07 
70 76.0 2.8 -O.15 
76 76.0 2S.) Q.O1 
80 76.0 2.05 0.18 
85 76,0 2,10 0.07 
90 76.0 2.2 0.70 
96 75.0 2.35 0.965 
100 76.0 Gay TE 1.40 
105 74.0 Soll 1.95 
110 72.6 3.67 1.90 
135 72.0 -_-— 1.90 
180 75.0 4.75 O.06 
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System Elements 


First 
Power 


Amplifier 


Current 
Input 
to 
Power 
Sensitive 
Element 











Signal 


Table II 


Conaition 


4.cVv. Motor gunning free 
4.2v. Motor stalled 


Voltage 
Aoross Motor 


130v. 
SOV. 


Motor 
Current 


Coma. 


LO5ma. 


Torque 


O 
65in.oz. 


Since the resistors were the source of the trouble, 


they were replacea by vacuum-tubes and the ciroult des- 


eribed in the Procedure was developed. 


the first amplifier, 


In contrast to 


the second amplifier had good volt- 


age regulation and wae able to deliver sufficient current 


- $0 the motor to enable the motor to deliver better than 


rated-torque. 


second 


} 


Signal 
-. 4,0V. 


4,Ov, 
4.Qv. 


amplifier. 


Table IIl 


Condition 


Motor running free 
Motor running 
Motor stalled 


Wormyear drive: 


Voltage Motor 
Across Motor Qurrent 
140v. 5Oma . 
1L35yv. 100ma. 
45V. 300nma. 


Table III shows the performance of the 


Torque 


0 
60in.oz. 
2£401in.0o2Z. 


Reasons for employing a worm-gear drive were given 


in the 


Procedure. Although the worm-gear drive is con- 


sidered desirable for the power-sensitive servomechanism 


for the reasons given, the present general attitude toward 


the use of irreverdible gear treins is completely negative. 


Reference (6) states that irreversible gear traine 


should be avoided except possible where the load inertia 


and load torques are small and that difficulty is caused 





. 
pen 


by the locking that takes place in many irreversible 
gears when subject to load torques. when practical 
servo men were questioned in regard to the use of the 
worm-—gear drive, they summarizea their objections by 
stating that worm-gesr drives are undesirable for 
three reasons; 

(1) the syatem will probably chatter, 

(2) the drive nas very low efficienoy, 

(3) gear tolerances are difficult to maintain. 
Since very little information is available in the liter- 
ature, no satisfactorily complete analysis of the problems 
encountered when the worm-gear drive is employed in servo- 


oontrol could be found. 
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CG. Typical Data and Curves 


Table IV 


Drift Run on Electronic Wattmeter 


Run (3) 
aattmeter 

Time Power Wattmeter Deflection Power Supply 
(minutes) (watts ac) (volts da) (volts dc) 

0 114 2.90 O51 

5 116 £2.99 562 

LS 114.7 2.89 664 

20 113.5 2.90 596 

40 112.6 2.89 360 


fable V 


Constant Power Runs on Electronic Wattmeter 


Run (6) 
Power Line Line Wattmeter Remarks 
Current Voltage beflection 
(watts ac) (amps ac) (volte ac) (volts do) 
100 0.8 148 5.7 R only 
100 0.8 120 5.79 ‘ 
100 0.94 105 6.0 " 
100 1,05 93 6.2 " 
100 1.46 92 7.4 R,C&L 
100 1.18 ot 6.4 A 
100 1,07 O4 6 we R&L 
Run (7) 
80 0.76 66 om R& L 
50 0.78 . 66 5.2 R,G&L 
SO 1.40 66 4.4 " 
re1@) 1.64 84 90k a 
50 0.6 86 Sek R only 
50 0.65 67.5 oe " 
Oot " 


50 0.70 68 





Table vi 


briage Type Cirouit Utilizing Hovable-Vane Meter 


Run (1) 
Vane Deflection Voltage 
(devrees) (volts ac) 
13S 0.0050 
17 0.0060 
27 0.0082 
oS 0.0110 
49 0.0138 
57 0.03.63 
67 0.0187 
75 0.0209 
835 0.0226 
Run (3) 
13.5 0.0060 
£1.90 0.0910 
ys a 0.0118 
5+.0 0.0150 
'41.0 - 0.0188 
48.0 0.0207 
54.0 0.0225 
60.6 0.0248 
67.0 Q,@267 
72.5 0.0281 
78.0 0.0299 
84.0 0.0310 


Note: Table I "Data Showing Torque vs Rotor Angle 
For Network-Analyzer Phase-Shifter" is found 
in Appendix B. 


Tables II and III on power amplifier perforn- 
ance are also found in Appenalx B. 
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D. Sample Calculations 
Voltage and Power Amplifier 

Since tne first power amplifier that was built has 
been discarded, only the sample calculations for the suc 
cessful amplifier are inoluded here. 

Ag explained in the Brocedure, a bridge oirouit, 
employing only vacuum tubes in the bridge legs, appeared 
preferable to other types. In addition, the type 6As7-G 
tube seemed to be the outstanding tube for this application 
because of ite high ourrent-rating and low voitage drop. 

The purpose of the following calculations was to 
determine the proper supply voltages and the values of the 
circuit parameters. Although this is an easy task for the 
bridge circuit, the determination of the voltages and re- 
sistances in the grid-control circuit ie far from easy, 
especially since the number of voltage supplies was to be 
kept to a minimum. 

In the bridge circuit of Figure XIX , only the supply 
voltages had to be determined. It was desirable to main- 
tain the motor armature as near ground potential as practi- 
cable in order to avoid possible harm to the motor insul- 
ation; therefore, the low potential side of the bridge is 
grounded. Since the motor is rated at 120 volts and the 
potential drop across each of the GAS7-@ tubes is 355 volts 


(when oondcucting), the supply voltage should be at least 
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190 volts. To allow for ahy Slight variation in the power 

tubes, it is auvisable to use a 200-volt power supply. 
inasmuch as the type 6A87-G tube has a low mu (2.1), 

it requires a rather large control voltage. As Figure XXX 





reveals, a somewhat complicated grid-ocontrol network had 
to be developed in order to obtain the proper oontrol 
voltages. <A out-and-try method is undoubtedly the most 
expedient means of determining the values of the various 
elements in this network. 


fo determine the grid awing of the power tubes, one 


must establish a load line on the tube characteristic sheet. 


The load line for the motor can be approximated by its 
armature resistance at standstill and a resistance equiva- 
lent to ita back e.m.f. at full speed. Using this load 
line (400 ohms), one finds that the following grid to oath- 
ede potentials are required for operation; - 
(a) Zero volts for the tube to conduct rated ourrent. 
(~o) Minus 100 volts for the tube to be out-off. 
Once the grid swing of the power tubes is established, it 
Oan be restated in terms of grid to ground voltage. For 
V2 4» the grid potential with respeot to ground swings 
from zero to minus 100 volts. Since the cathode potential 
of VT. is the same as the plate potential of VT 4, the grid 
potential of VT. must swing from minus 65 volts to plus 


100 volts. 





fo drive the grid potential of VT. over the large 


“5 
range of voltage required and in opposition to the grid 

of Vf4, the tubes Vf, and Vio are utilized, The grid of 

vr, must be driven at a large negative voltage set by 

VTo through a voltage-leveling device. VT) should be 
out-off when the grid to cathode potential of VT. 4a zero 
or, effectively, the grid of VT... is at the positive supply 
voltage of VTi However, the large grid current of VT. 

is used to automatically set the grid potential. On the 
other hand, VT, should be able to conduct enough ourrent 
to lower its own plate potential to minus 65 volts, since 


that is the grid potential required tu out off Vf. From 


these faots one can specify some of the supply voltages. 

fhe upper eupply voltage for both vt, and VT, should 
be 200 volts; in this manner the same voltage supply that 
is used for Vi. can serve a multiple purpose. The lower 
supply voltage for vty should be at Beast minus 1350 volte 
to allow for a voltage drop of approximately 50 volts in 
VT,. Other factors must be considered before ahe oan 
apecify the lower supply voltages for VT, and the voltage 
Lerelar’. 

Since VT, should be at cut-off when VT, is cut-off, 
the grid of vi, should be at least minus 150 volts when 
the grid of vt, is at minus 100 volts. Therefor®, the 
lower supply voltage for the voltage leveler should be 





b> 
ws 


approximsteiy minus <cO volts to make V, approximately 
midway between LP and minus 22O volts. Now, one can use 
the same minus 220-volt supply as the lower voltage 
supply for VT, thereby eliminating the need for another 
supply. 

The tudes, VI, and Vio. in the grid-control net- 
work have not been specified because any medium-nu triode 
Gan be used. For this appacet hen the type 6GSN7 tube 
wag selected for the following reasons; 

(a) Both VT, and VI, may be enclosed in the same 
envelope since the 63N7 1s a twin-triode. 

(db) The 69N7 13 a very reliable tube and ia readily 
available. 

The values of the resistors to ve used ln the clr 


cuit were calculated by means of the following equations: 


v= — 120 + oe R. = aa oOo = Cp2 vey 
Y= hae (et? jp, (29) 


: = 30 
Ve = Vet ty Ry = + 200 - bo Ru So (30) 
V= 200 —by KL, aot oe (31) 


Ce YL” Ve (32) 





Cen = We. (33) 
mee V- V; (34) 
Cor = Va- 9 (35) 


The final values for the resistors were determined 
by a series of successive approximations. To illustrate 


the method employed, the final set of caloulations are in- 
Gluded here. 


For motor rotation in the direction requiring VT, 
to condust 250 milliamperes 


Sag = O and C12 = BOO Az 
‘To be we || within the ral ings ot The GON, let 
eal Tma. 


3 . 
For whieh ce Ve 2 a 440 , =- 3/{.4¢ KIO oOnmAe, 





And ee, = -6.Lm, 


ca 


ws; Shonld be Cunt 5 then VWias — bre. 


When C6, = 9 and €y,= 35, bo, = an. TMH. 


oR which Ld Lo, OP xX 19 , 


Take Ve = -l50-~, 


Ri = Ve - Ve ce ve = Ce; — Ve — 85 — 39) = (— Bo) 
+e Le, Cp, 
2 = m5 x07 ohms. 
Zi Kel © 
Been a t.uon meet, and Kz 
i= fee eee = — 65 -35 = — [00 
Take RR, = | megohm SO that Current through 
Rand R, is negl gt ble. 
[X 


2°, ene eee Vi) Vv. 


— km oy cl 2.2) ~ 
Sa cee 
eles (OO 
ts cheek tnat jria polcnlials will nave Tne Proper 
VY4Aalues tor 


Current Tlow in tne dppe vile dir celion: 
Mol. more lee be aul-o}y}. tor whieh Ca — | eee 
) 

AN A a Le =, 
Pee =iser V, = 290 -(-100) = 300e-, 
Upp Ky, = 3.82 X 34 = 120m, 
ers = 1S ar. 
val, should be conducting L5 Owe. 
Vo = peer Vath -220—(-/00 e 
= + em Ne _—-> — ———___ —— — KIO 
me Ve ERR )R, loo + é 


& 43. b 





Chis 
tne 


The 


And 


ne 


Use 


te ES 


(ae Ie lt Cant x, 


by eut-and-Try find the value of tp, that 
fulfills e@guations ( ) ana ( ), 

try O.@ ma, 

¥o= — (389. , aa | aie giving Lo; = 0. Sama. 

imme this value ot plate @urrent checks, Cnen 


= 200 —(o6 fio eee oe) = (hee 


However The aS Current of Nel ye Autets 
potential io that ot tne Cuatnome of VI, am 
Tube Conauctls a2 7D mes aie? Aesired, 

To revelope bn enone. = eee es 


swing o+ grid potential ot VIo 1s —64, Go —|!l Iam 


the Swing Toy Vila is then —-lliaw. fo -or. 
voltage Soma viems that snoul&a Yul trilbed oFree 

al gucescent Vy = Ve = 4 ee 

ana | al m= when a tt r, 

and V2 -WS - “nen ee 

KK. = 110,000 onms snd “Bey 2Oeme 


Pee, snoula be SetA Se) «A vilue re aL pre el | , See it oink 
wf 





Make Ky = (+4 mesgohms 


RK, should be such a value that the potential 
drop atross VTqg and VI, change the same 
eet | toy egua| and opposite signals 
PP OO ches | Then 

eee Ie 


a. = ga 


Se = (1ow 
fee) MH e,.-),.) = — (7@ + 78 ees) = -240u, 
Using V. = = 4 Omer Chen Vp = +60 
He Ra (| 
R See 
2 
C i 
YJINCE ent on 7 [2S pam F Opcrated iv" ibs lonear 


econ Yes) tee eC. dAelCerminca + Pomme tne Tave 


Weerwe teristic Yhect by Applying signal ot lay. 


es ae lage A WSuinmm € Sear. 
ei = Loma. and Lp2 = 2.7 ma. 
= 3 
cae = C47 +0.7) (B00 )W0 ) = (.7@ar 45 ts 


he oe a6 bulaneed push - pull a. eee 


Ep, = 134.54 and Cp, = 122. ie 
Eo, = eet Coy = + ae 
So tnat Vr = +4 ana eK, = ‘Ae 3.316 mes ohm, 
ee ae ie =. g+0 -4.2 = —- 2 ier ee 
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‘General Noteg on the Calculations for the Voltage 
| and Power Amplifier 

(a) To allow for variations in tube ohvracteristica, 
xe ghould be variable. This feature will permit bal- 
anoing the phasé-inverter at zero signal; frequent rebal- 
ancing should not be necessary, but allowance must be made 
for any major change in tube oharacteristics resulting 
from "aging" or replacement. i 

(b) When the power supply for the slectronis oom 
ponents of the servomechanism is designed, provision should 
be made for adjusting V, Slightly. However, the power supply 
should be stable and once an adjustment for Vm ia made, 
the power supply should maintain the same potential between 
‘, and V, . 

(co) Bome of the values wiminet in the foregoing 
Caloulations may not agree with those used in the aotual 
ciroult that was built. However, as is often the case with 
caloulations for electronio oirouits, the values obtained 
in these calculations are only approximate. In spite of 
this fact, the values are a good starting point. From this 
point, the optimum values oan be obtained experinentally, 


as wos done here, 





(1) 


(2) 


(3) 


(4) 


(5) 


(6) 


(7) 
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